OREATH ALCOHOL PROGR AN

MISSOURI DEPARTMENT OF HEALTH JUH . 9 ?{”]EJ
STATE PUBLIC HEALTH LABORATORY ’ ’
DATAMASTER MAINTENANCE REPORT e . GHQ Academy

T | s '
Complate this report In duplicate al the Hme of the reguiar monthly prevenlive mainienance chack, and WHeaver Inslrument
{s repaired. Send copy to Department of Health; relain orlginal in department fite,

DATAMASTER SN DATE OF INSPECTION
204104 , 8/2/2009
LGCATION CF INSTAUMENT (STHEET AND CITY} TIME OF INSPEGTION
1510 E. Elm St. - Jefferson City 14:39

CHECKLIST: Place a check (v) to the lelt of each iam i found lo be salisfaclory or If operating within established mits. {Wrile
in observed values where dotarmined.} Unchecked ilems must be correcled before usling instrument.

DIAGNOSTIG GHECK {PRINTOUT ATTACHED)

COMPUTER W] DETECTOR
PROGRAM _ FILTERS

I HEATERS SAMPLE CHAMBER ~ +50°C ] QUARTZ STANDARD
FLOW DETECTOR CALIBRATION

] PUMP HIGH SPEED §/) PRINTER

¥l INDICATOR LIGHTS

W/ TIME AND DATE - 1300 6/2/2009

SIMULATOR TEMPERATURE (34 °C + 0.5°C}  +34.10°C

CALIBRATION CHECK -
Run three tests using a slandard solufion. All three tests must be within & 5% of the standard value and must have a
spread of .C05 or less. Check the box corresponding 10 the standard solution boing used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)

[ ]0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD 5 TO BE USED PER MAINTENANCE REPQRT)

TEST1 » 0414 TEST2 a4 TEST3 04

PERFORM R.F.I. TEST {PRINTOUT ATTACHED}

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS © {(0-.04} 0 (.05-.09) 0 l{.lG-.M} 0 {.15-,19) 0 (Over .19} 0

LIst any new parts and describe any alteration or modiflcation thal was mads to restore the instrument to opserale satistactorily
and within established limits {use other side if necessary)
Upgraded fiumwara from 12-16-1599 o 04-07-2009. Reset time of Instrument {DST). Adjusted RF] sensilivity. Changed Printer Ribbon.

Guth Laboratories, {ot #09010, expiring 1/6/2010
INSPECTING OFFICER

SIONATURE PRINT RAME
> Terry Carroll

TYPE (I PERMIT NUMBER/EXPIRA DATE TELEPHONE NUMBER
920079 4f22/2011 (6573} 751-4722
A0 £80-1468 (3-94) AM EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER tab-116

sorrkong ptavuted on & AoASEirimiARIay Batia




®
A@é GUTH LABORATORIES, INC.

$90 NORTH 67th STREET ® HARRISBURG, PA 47111- 4511 ® TELEPHONE: 717-564-5470

CERTIFIéATE OF ANALVSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contaln 0.0482 percent
(wfvol) ethyl alcohol. The expiration date for this lot
number is January 6, 2010 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.04 percent BAC.

The ‘alcohol and water used in this solution were

free of test interfering substances.

c:“"”"/

Ted L. Pauley, President
GUTH LABORATORIES, INC.



&
v L Lm0
e . i £
- LR 8=
- =
(I.IDJ o __J";-' . %E
) (] . o
o N | T
ﬁ i & s X > > o 33 s
05 .::—g é . e £ & L ¥ g g e .
= CU% "%Z oo [} Q i [} i ] [&] o .&E*I %
e 525 ' i ¥l
= © o HEA® B . &y 5
S8 TEEL o a o eEd g
Qias| E#s 8 5 L BB% g
2 Ex® B ¢ . & ENElW z!
2] 0u>_| Em T [ [+34 L [14 }El"ﬁ BE
O > a T oo & e i’-‘
R &L | S & LK &8 & & :&Y4 wl’ &
72] D E o O F o [ S TR & v e g o Wi
z| a8 ' 8 S L & 85 2 & Es Bl ¢
Fl = 5 £ fu# %5 g p g BS3 g ¢
e g T2 kL oz ef B S E S FRD 2 g
- . 8 & Y5 ¢ 2% 4 © 8 & ~gf =i
R ; . =1 é §§
i __f_} : - &| 88
i ) zzf \ :
. . . . 5
FACE THIS: SIDE DOWN - THIS EDGE iN FIHQ ~FACE THIS. SIDE DOWN THIS EDGE IN FIRST
““1" -~ BAC DataMaster ) i ... )., BACDataMaster N
Evidence Ticket P Evidence Ticket
MISSOURI STRTE HIGHUAY PATROL o C 7 MISSQURT STATE HIGHURY PATROL
" BAC DHTHHHSTER SERIAL MUMBER 204104 .~ BAC DATAMASTER SERIAL MUMBER 2041m4
. BE/02/69 T - 86/02/0%
'TESTIHG OFFI1CER? . ARREST TIME: 13:00
. CARROLL-TERRY-L | SUBJECT NAME:
- OFFICER I.D.t C69 - S CARDLL - TERRY/L. :
" PERMIT NUMBER: 228879 . : © " DOB: @8/65,56 SEXY M.
' EXPIRATION DATE: 34,2211 : - STATE/D.L.! MO-/BRS49
MISCELLANEQUS DATA: ' - ARRESTING QFFICER:
.84 YAPOR CAL CHECK ' ’ .. CAROLL-TERRY/L
| BUTH LABS LOT 63018 EXP B1/66/2610 OFFICER I.D.: C&9
“  TESTING OFFICER:
-—- SUPERVISOR HODE ——- . CRARROLL/TERRYAL
R T COFFICER 1.D.1 C69
BLANK TEST . 030 14145 PERMIT MUMBER: 920879
INTERNAL STANDARD _ VERIFIED 14:d48 | 7 EXPIRATION DATE: @4-22/11
EXTERNMAL STANDARD . 841 “14:d7 |- MISCELLAMEOUS DATA:
" BLANK TEST ' . 0B laga7 | .
- EXTERNAL STAHDARD . 841 1448 | -=~ BREATH AHALYSIS ---
7T BLAMK- TEST . BBG 14143 | &0 0 ' '
> TEXTERMAL STRAMDARD  .o4i 14:49 ' BLANK TEST . 20D 14:59
~ 'BLAMNK TEST . .p9e 14549 | 7 INTERNAL STANDARD YERIFIED  14:59
A ' ‘*'“'!}RHDID INTERFERENCE
—H=3 e '
- T8N, = a1 ‘
tET OAYG. = 041 .%f.,




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

TERRY L CARROLL

is hereby authorized to instruct and supervise operators, train Instructors, Inspect,
callbrate, pertorm fleld repalrs, and operate the following breath analyzer(s);

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explirad (alveolar)
alr. Issued under the provisions of seclions 577.020 through 577.041, RSMo 1988,

Qoln § Wathuson

Director of State Public Health Laboratory

oate _ 04/22/09

920079
Number h - >
04/22/2011 /%7%%/, JQM%
Explres

Dhrector, Department of Health
Lab. 4 {R7-88)

MO 680-0771 {7-88)



